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Abstract—This paper offers an analysis of the performancefdhe
HINS SS1 as recorded by a magnetic measurement Haltobe
array. These superconducting solenoids are under delopment
for a R&D project named High Intensity Neutrino Source. The
project design demands an especially small strayeld due to
adjacent RF cavities. The Hall probe array was fited with small
test coils for probe calibration and testing. Each probe’s
sensitivity was measured at diminishing magnetic éids, and the
system’s ability to resolve and recover the amplitde of the
magnetic field was determined. The system was fourtd resolve
magnetic fields well under 10 puT. These results werreproduced
at superconducting temperatures using a different Hll probe
excitation method and the stray field found to sasfy the design
requirements to first approximation.

Index Terms—Fringe Field, Hall Probe, LabVIEW, Solenoid,
Superconductor

|I. INTRODUCTION

HE High Intensity Neutrino Source

superconducting proton linear accelerator prograutiet
development at Fermi National Accelerator Laboratdrhe
project aims to demonstrate the feasibility of neshnology
in low-energy, high-intensity, proton linac applioas. Its
design
cavities, superconducting solenoids for transvdosmising,
and high power RF vector modulators for independentrol
of multiple cavities powered by a single klystron.

The project may ultimately be a likely replacemefthe
aging 8 GeV injector complex at Fermilab. This tgbe front
end would facilitate and support neutrino physiogl anuon
storage/collider experiments. A 60 MeV HINS linas i
currently under construction at the Meson Facility.

Collaborations with Argonne National Laboratorydan
Lawrence Berkeley National
support in the design and development of spoke-$R&
accelerators and studies of electron cloud isdBexkhaven

is a R&D

features superconducting spoke-type actetera

with superconducting focusing solenoids in theidiwwdual
cryostat. In the higher energy accelerating sestiothe
solenoids will be interleaved with SuperconductiSgoke
Resonator (SSR) cavities and share a single, loanodule.
Currently, testing is being performed on a pre-patin
solenoid for the superconducting section of thadif8].

The studies presented in this paper were focusedeo8SR
section solenoids. The magnetic measurement equipwes
tested to verify its ability to resolve such wealagnetic
fields. The stray field at the distance correspogdo the SRF
cavity wall was examined to validate the solenoidé&sign
requirements.

Il. HINS SS1DESIGN

The SS1 section solenoid design requires a ~5 Tatipg
field at its center, 30 mm diameter cold bore, atb25%
operating current margin, and an integrated figtdrngth of
IS=f_°°00 BZdz = 300 T?-cm. In order to keep the axial
dimensions of the solenoid short, bucking coils ewver
implemented (see Fig. 1) to reduce the stray flx1d0 mm
from the solenoid’s center to the order of*ID[5].
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Laboratory have provide&ig- 1. HINS SS1-T2 pre-production solenoid de$#in

Due to the proximity to the SRF accelerators (siee B),

National Laboratory has reviewed an 8 GeV H- beatfle design requires a fringe field of less than D at a

transport line design and offered consultation erirjection
and stripping [9].

The design achieves initial beam acceleration usaoogn
temperature Crossbar-H (CH) copper RF cavitiegrlated
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distance of 225 mm from the center of the solendid.
achieve this, the solenoids are fitted with a 1-rtimck
CRYOPERM-10 magnetic shield offering a relative
permeability of 10,000 [2].

There are several locations in the solenoid’'s degif
particular concern, where the magnetic shield &qaid. The
design must allow for certain components to go uglothe
shield in order to support or deliver cryogenicshte solenoid.
This inevitably leads to field penetration near beam tube,
LHe pipes, support post, and alignment bars (sge8Fi
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Fig. 2 Arrangement of HINS SS1 between two SRF ca

The solenoid is expected to operate at a LHe tesmbyex of
4.58 K once installed in the Meson Facility, insted 4.2 K
as anticipated in the original design. The desigis modifiec
(10% increase in main coil length) to compensate tf&
lower quench current an@sulting decrease in current mai
[4]. Given the expected quench current of around 19¢hé
solenoid will generate a field of less than 7 at its center.

I1l.  MAGNETIC MEASUREMENT METHOL

The magnetic tests areémded to identify and address fit
strength and alignment concerramong othecomplications
[6]. The magnetic studies were carried out with a Hall pr
array mounted on a copper plate, which containgttéeiall
probes.

The probes were arrangeérpendicular and parallel to t
soleroid axis. This allowed the probes quantify the radial
and axial components of the magnetic fi at a distance
corresponding to where the plane of 8RRF cavity wall will
be.

The copper platéo which the Hall probes were mount
was cooled using liquid nitrogefThis helpe minimize any
thermal noise in the Hall probe signal. Two therratibps
allowed thermal contact between the plate #he liquid
nitrogen vessel to maintain the plate at a tempegatlose tc
that of the LN.

A. Warm Measurements

Roomtemperatures measurements were performed in
to calibrate the magnetic measurement sy and determine
its ability to resolve the probe’s signal frcbackground noise.
A 100+urn test coil was attached to each pi (see Fig. 3),
which generated a weak field when driven kgiven current.
The probes were fixetb the center of the test coil, where
coil's transfer function could be easily determil
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Fig. 3. Hall probe and test ca@lrangemel [6]. The probe was placed in the
center of a 100-turn test coil.

Each probe’s sensifty was measured by driving30 mHz
alternating current through each test coil. Theags response
of the corresponding Hall probe was recol (see Fig. 4)
while excited by a constant 100 r. Since a linear correlation
was expected betweehe current and the protvoltage [6],
the output voltage vénput curren was plotted and a linear fit
performed on it (see Fig. 5Jhe sensitivity was calculated by
multiplying the slope from the linear (in mV/mA) times the
tests coil transfer functiofin mA/T) [6]. At this point, the test
coil transfer function waassume to have a constant value of
20 mA/G for all probes (sekablel).

Test coil, 100 turns
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Fig. 4. DC probe excitation setuphe probe was excited by a constant
mA. The Hall probe signal was conditioned bBJT preamp (x100 gain) and
a low-pass filterThe test coil was driven at 30 mHz to simu the solenoid’s
ramp profile. The 1R resistor allowed the current measuren

Hall Probe Sensitivity
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AC Source Signal (mA)

Fig. 5 Hall probe data correlation fit. This particufgiot shows the behavi
of probe no. 542 at 5 ). This current corresponds to a magnfield of
around 0.24 G, generated by the test



TABLE |
MEASURED ANDMANUFACTURERRATED HALL PROBE SENSITIVITIES

Manufacturer Probe

PO \mer  sensiy (muT)  SCTMY Rating 5
1 542 20.56 403 48.98
2 543 20.86 36 42.05
3 541 45.07 618 27.08
4 546 20.35 45 54.78
5 545 11.30 24.2 53.29
6 544 21.84 28.7 23.92
7 540 19.06 315 39.49
8 539 26.56 34.9 23.89

resulting magnetic field generated by the test w@ib in the
micro-Tesla rangeThe probesensitivity was calculated for
each decreasing AC test coil sigi(see Fig. 6). The value of
the sensitivity calculated at the highest curreas wonsidere
the most accurate, and the remaining sensitivitiese
compared to this value.
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Probe Sensitivity (mVy/T)
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The large amount of data points, data sets, andoaumwf
probes suggested the automation of data plots
calculations. A VBA excel macro was written to spem the
data analysis process. The user was expected yatloegntire
data log to the clipboard, as recorded by a dathegag
LabVIEW program: ‘hinsl.vi’. \WWen the VBA program we
run, the data would be pasted, plo, and analyzed
automatically This made hardware troubleshooting m
faster and allowed the analysis of data while r@icgr othet
probes. See the appendix fbe commented VBA coc

After sone investigation, it was concluded that
inconsistency in the measured and rated probe taéies
was due to discrepancies in thkall probe placement with
respect to the test coilhs a consequence, the test cc
transfer function could no longeelronsidered identical ft
each probeThe manufacturer’s rating for each Hall prok
sensitivity was assumed correct and the transfection was
derived for each coil from the test désa¢ Table II).

TABLE Il
TESTCoOIL TRANSFERFUNCTION PERCOIL

Test Coil Transfer

Probe P,{Icc))be Man ufa&t;;triﬁ; FZL?S?T )SenSitiVi Function

. (MA/G)

1 542 40.3 38.21

2 543 36 35.30

3 541 61.8 27.37
4 546 45 44.96

5 545 24.2 41.94

6 544 28.7 27.33
540 315 31.97

8 539 34.9 26.81

To determine the resolution of the Hall probehe
amplitude of the alternating current was decreasetd the

0 0.05 01 015 0.2 025 03
Average Magnetic Field (G)

Fig. 6. Hall probe sensitivity measurementvarying magnetic fields. The

plot shows data foprobe no. 54. The red and green bars dendt20%
deviation from the sensitivity calculated at thghgst field.

The measured data indicates that all probes caiveethe
correct value of sensitivity fields of 10 uT. As a general
trend, the probes would resolve the corrsensitivity to
within 20% accuracy at thebrT level.

B. Cold Measurements

The goal of cold measurements wasverify the solenoid
performance in its operatj conditions. The magnetic field
generated by the solendildesigned to under a five order-
of-magnitude change across a distance of 225 The design
was modeled with simulation software to predict
solenoid’sstray field behaviorsee Fig. 7). From the model
analysis we should expect to measu a field of 6-8 uT at
the distance corresponding to the cavity \
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Fig. 7. Stray field behavior for HINS S¢software model

A specific concern was whether the magnetic shigladvas
sufficient to maintain a stray magnetic field corapt with
design constraintat a distance equivalent to the RF v
Thus, the Hall probe array was arranged such that it a/
capture the magnetic fielt this distance, after the solenoi



magnetic field was attenuated by the bucking caited
CRYOPERM-10 shield (see Fig. 8).
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Fig. 8 Hall probe array installation.
alignment bars

Note the magnetiteld box anc

A noise problem was encountered when driving
solenoid. The power supply was generating a ~500qvel
noise signal. This complication made rvering the Hall
probe signal, which was at a ~1Q¥ level, very challenging
The situation was resolved by the introduction adek-in
amplifier (see Fig. 9) tonodulate the Hall probe excitatir
current and analyze its signal [6], dnder to recover it fror
the noise.
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Fig. 9. Cold measurement setufhe data acquisition system recorded
lock-in amplifier channels and the solenoid’s power sypjgnal The lock-in

amplifier drives the probe with 5,¢ at 40 Hz, to avoid €-cycle noise. The

probesignal is amplified and conditioned before beingcessed by the lo-
in amplifier.

The Hall probes’ response to the solenoid field
captured (see Fig. 1@nd compared to the power supply rs

profile. To simplify the analysisthe locl-in phase was

adjusted in order for the ¥hannel to carry the Hall prol

signal. The Yehannel only contained noi This phase

adjustment was stable fal probes, with minor correctio.

X-channel Probe Voltage vs. Time
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Fig. 10. Xchannel probe signal as a function of time. Thealigorrelate:
consideraly to the sinusoidal ramp profile used to drive sioéenoit.

The test coil transfer function was alcalculated for AC
probe excitation and compared to the transfer fan
calculated for DC probe excitatic The values of the transfer
function for each excitation method agreed withi for most
probes (see Fig. 11further data is being taken to diagn
any discrepancies.

Test Coil Transfer Function for AC vs. DC Probe Excitation
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n
i
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Fig. 11 Test coil transfer function for AC and DC probeieation

IV. CONCLUSION

The results obtained show that the Hall pr
measurement system is capable of resolving magfieltis
almost an order of magnitude smaller thanrequired stray
field at the location of the SRF cavity. It was simcthat the
idealized test coil transfefunction for perfectly centere
Hall probes is inaccuraténstead, the transfer function w
calculated for each probe assuming the manufact
sensitivity ratings.These values are being studied m
carefully using different probe excitation methoand
conditions.Final and definitive results for the stray field
the solenoid at the distance of the SRF cavity st
pending more thorouglealculations At first glance, the
data taken for the HINS SS1 solenoid design doemde
indicate that theurrent magnetic shield is sufficient to m
stray field requirements.



APPENDIX

VBA programs for excel were written by the author t
automate warm measurement data plots and calawafidey
are made available herehttp://tinyurl.com/ACMacro-txt
http://tinyurl.com/DCMacro-txt

A 3-D magnetic field recorder LabVIEW program was
reviewed and modified in order to improve its fuaoality
and usefulness. Documentation for ‘3AxisHallProbeis
available made heréttp://tinyurl.com/3DHallProbe-pdf
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